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The Linear Quartz Thermometer — 
a New Tool for Measuring Absolute and 
Difference Temperatures 

A linear-temperafure-coefficient quartz resonator 

has been developed, leading to a fast, wide-range thermometer 

with a resolution of ,000 P C, 




It has long been recognized that the 
temperature dependence of quartz crys- 
tal resonators was a potential basis for 
the accurate measurement of tempera- 
ture. In practice, however, it has not 
previously been satisfactory to make 
wide-range temperature-measuring sys- 
tems based on quartz resonators be- 
cause of the large non-linearity in the 
temperature coefficient of frequency of 
available quartz wafers. Recently, how- 
ever, an orientation in quartz was pre- 
dicted and verified by Hammond' in 
the -hp- laboratories which resulted in 
a crystal wafer having a linear tem- 
perature coefficient over a wide tem- 
perature range. This new orientation, 
the "LC" (linear coefficient) cut, has 
permitted development of a "quartz 
thermometer'* that measures tempera- 
tures automatically, quickly, and with 
very hitih resolutions on a direct digital 
display. Temperatures can be measured 
ovm a range from —40 (" to +2:>n (' 
to a resolution of J » ini C in 10 seconds 
— or faster with proportionately less 



Fig. 1. New linear Quartz Thermometer (foreground ) uses quartz 
resonator as sensor to measure temperatures from —40 C to + 230 C 
at resolutions up to MQI'C. Thermometer tan measure tempera- 
ture at many-meter distances, and digitally- presented data van be 
recorded and processed by existing Hardware. One calibration point 
of Thermometer is established by freezing-point of tin (+231 £8 O. 
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Kiu 2. Two-channel version of Quartz Thermometer ran measure 
temperature sensed by either probe or difference between probes 
Sensor oscillator is normally located within cabinet out is setj con 
tained ana* ran he larutrcl externally for remote measurements 



repetitive measure- 



automatically, either repetitive!) or 
initiated singly with a panel push 
l)n Hon in the manner ol a frequency 
counter, Kept, time readings can be 
made horn I pej setond to J pet lf> 
seconds. Three styles ol sensor probes 
have Jiccn designed to accommodate 
various measurement situations in 
t luding measurements in high-pressure 
environments. The time constant ol 
each Qi tin- probes is «mh 1 second. 

RESONATOR TEMPERATURE 
COEFFICIENT 



Ollm!/ wafers 



c widel) used 
15 MINUTES - — * 



Recorder speed 8 inches per hour 



resolution or 
men is. 

hvo versions oJ rhc thermometer 
have been designed, one of which has 
two inputs to enable differential meas- 
uremem* of tempeiauire. The two 
versions ol the Instrument have each 
been designed to read directly in Fahr- 
enheit (—Hi F to 4- laO F) or in Cen- 
tigrade (Celsius) but noi both. 

h is apparent on its face that a tem- 
perature-measuring instrument with 
the above capabilities has great value 
in many fields, bin the instrument also 
has a number ol additional charactei 
istics i ha i are of much interest- h is 
possible, for example, tor the instru- 
ment to make measurements through 
connecting wires a! distances of up to 
[0.000 feet, with no adverse effect on 
an isuremeni accuracy caused b\ lead 
length. Other unusual and inteicstme, 
characteristics are discussed later, 

The thermometer's temperature- 
sensing quarts resonatoi h Located hi 
a small sensor probe which connects 
through a length ol cable to i i ^ oscil 
I a tor, The oscillator is located in the 
main cabinet hui tan lx* physical!) 
removed as a unit to permit measuring 
temperatures at a distance Erom the 
cabinet. The cabinet ptherwise < on- 
lains what ts essential!) a spe<ial ha- 
queue) countei which displays the. 
measured temperature directly in nu- 
meric a] Eorm on a digital readout. 1 he 
temperature measurements are made Each small division represents 0004 C 



054 illairn (in nils to hold the operai 
ing frequency constant hi this appli 
cation, temperature has been the 
principal factoi influent intr the stabil- 
ity of quartz resonators, It was discov- 
ered some time ago, however, that the 
temperature coefficient of frecjuenc) is 
both .i function oj the angle at which 
the- tesonator is sliced bom the parent 
crystal and of the temperature itseti 
lu 1962, Bechmann, Ballato and I u 
lv.iv/ck ol the I . S. Signal Corps Lab, 
;it Ft. IVfonmouth, X |. reported an 
analysis ol the first, second, and thiid 
order temperature coefficients ot fre- 
quency ol ;i numbei ^ ■ t quaru resona- 
toi designs. 2 Thi> analysis made U 
possible to calculate the first three co- 
efficients of a third-order expansion ol 
the temperature-dependent frequent y 
foi a quartz crystal plate ol generalized 
orientation: 

I, | > = 1(11x1 +rt T+#P + r l , 
Bechmann used this approat h to studs 
resonatoi Ol u illations with a zi'iu (iim 
-nit temperature coefficient uv = 0). 

Recently, H.unmond, Adams, and 
Schmidt 1 ol the Hewlett-Packard Com 
]j;in\ used this same approat b to de- 
termine that .in orientation existed in 
which the second and third order 

trims went To zero \fl = y : 0) while 

the first order term remained finite. 

I his orit-mation oc c utted for a thit k 



1 probe transferred to triple-point cell 




Fig, <1. Recording of measure- 
ment made with two-channel 

\ Quartz Thermometer of dif- 
ference between melting point 
tit ice and tr iple - po in t of u -a - 
ier. By definition, the hitter is 
+ MI Celsius (Centigrade) 
and in considered to h, a! 
above ice melting point. 



Both probes in ice bath 
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eai mode <>f operation destg 
naced the "LC" <ut. J->i Lineai Coelfi- 
deru of frequency with temperature. 
This cut is i he basis for the sensor de- 
sign used in the new Quart/ Ther- 
mometer. 

Resonators sliieil in ilu* LC orien- 
tation from iiigh-<]u:iliiy synthetic 
single-crystal quartz exhibit a tempera* 
ture coefficient <«i 35.4 ppm ( ;. For 
n the new thcrmcinieicr, the res- 
onators are ground to the pi 
thickness and orientation required to 
«• the linear mode while exhibit- 
ing ;t ltei[uen<\ slope <if Hhki cps C. 
This slope is achieved ai .1 third over- 
esonan< e neaj 28 M< v 

QUARTZ PROPERTIES 

Quartz-crystal wafers huve certain 
desirable properties which make them 
valuable as resonators in frequency 
standards and time-keeping systems 
■ nil which are equalJ) nupuriam for 
temperature-sensmg systems, Chief 
among these are quartz's high purity 
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Fig, 4. Two than nv I Quartz Thermometer measuring a small 
temperature difference* Sir-digit display permits such differ- 
ence measurements to he measured tilth a resolution of MOO J C 



and chemical stability. Further, quarta out fracture. It has almost perfect 
U 1 hard material thai cannot be ile- elasticity and its elasti* hysteresis is 
formed beyond i is elastic limii with- extremely small 



For digital thermometry, the ideal 
quartz crystal resonator should have a 
linear frequency-temperature character- 
istic. This characteristic can be well- 
represented over rather wide tempera 
ture ranges for nearly all types of quartz 
resonators by a third order polynomial 
in temperature. The two degrees of 
orientationaJ freedom which are signifi- 
cant in quartz resonators are just suffi- 
cient to adjust the second and third 
order terms to zero If a region of 
solution exists. 

An analysis was made of the fre- 
quency temperature behavior of the 
three possible thickness modes for all 
possible orientations in quartz using 
Bechmann's constants. A single orien 
tat ton of wave propagation was found 
for which the second and third order 
temperature coefficients are simultane 
ously zero. The accompanying diagram 
shows the analytically determined loci 
of zero second-order and third-order 
temperature coefficients for the lowest 
frequency shear mode, the C mode t in 
a primitive orientationaJ zone in quartz. 
These loci cross at £ == &44" and $ = 

ft Bechmann, A. D Ballato, and T J Lu 
kaszefc, '"Higher Order Temperature Cceffi 
eients of the Elastic S^ffness and Comph 
ances of Alpha Quartz."' Proc IRE, Vol 50. 
No 8, August, 1962 



THE LINEAR COEFFICIENT QUARTZ RESONATOR 

* 



Dashed Lines 
are Loci of 
Thjrfi-QTrJer Temp 

Coefficient Tf 



13-0* Experimental 
studies Indicate the 
actual onentatton of 
zero second- and 
third order terms to 
be # = 1U7* and 
* = 939", The dis 
crepancy between ob- 
served and predicted 
orientations is con- 
sistent with the accu- 
racy of the elastic 
and expansion con 
stants used in the 
analysis. A resonator 
cut at this orientation 
and operated on the 
C mode, has been 
designated the LC cut 
to indicate Linear Co- 
efficient of frequency 
with respect to tem- 
perature. 

At this orientation, 
the non linearity is re- 
stricted to the fourth and higher-order 
terms which have been experimentally 
shown to be less than a few mitJidegrees 
over the temperature range from to 
200 'C 

It is interesting to note that the fre 
quencytemperature relationship was 




Solid Lines are 

Loci of Zero 

Second-Order Temp 

Coefficient Tf c : 



Analytically -deter m zero snond-order 

vj tmd third-order {dashed tines) tempera- 
ture coefficient* ode m primitive orientational 

zone in quartz. 



linearized w,th respect to the Interna- 
tional temperature scale. If a new tem- 
perature scale is adopted in the future, 
minor adjustments can be made in the 
two orientational parameters of the LC 
cut to linearize relative to the new tem- 
perature SCale. — Donald I. Hammond 
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Fig. 5, Chae -up vie it oj 
quartz sensor mounted 
on header. Sensor is la- 
ter sealed in helium 
atmosphere. 



Quartz, unlike the platinum oj 
nickel used in resistance iliennoine- 
ters, tan be round in a natural state 
thai has a high degree of purity, Alpha 
quartz, the crystalline formation thai 
exhibits a piezo-eJectrw effect, is gen- 
era I h found in Brazil, but American- 
made synthetic quartz is now avail 
abk\ Huih exhibit impurity Levels oi 
less than 10 ppm (an almost negligible 
amount), lis ordered crystalline struc- 
ture resists the plastic deformation 
that causes drift and retrace errors in 
resistance materials and permits the 
great frequency stability found in 
quart/ crystal resonators, The short- 
term variations of indicated tempera* 
ttire in the qu:ui/ thermometer, for 
example, are much less than JHMJI (;. 

Quarto's asymmetrical structure also 
provides ronirol ol its temperature 
( \i.ir\u leristn through angular orien- 
tation that is unavailable in the amor- 
phous resistance materials. Platinum, 
for example, has a iiwd deviation 



Jo »m the best straighi line oi 
over the same range as the quart/ 
thermometer, which is .current!) held 
to h as than fin' , . 

SENSOR CONSTRUCTION 

Vftei the deposition ol gold ele< 
trodes on the surface ol tin* quarter- 
inch diametet quartz wafer, each wafei 
is brazed to three small ribbons which 
SUppori it inside a J "0-.5 size transistoi 
case i i : 'ii4 5)-. I h lis mounted, trie 
quart/ is remark a bl) immune from 
both drib and breakage. Drop tests 
have shown thai an acceleration oi 
more than 1 0,000 g's is required to 
[ran lure the crystal, and thai tm dis- 
i r i nible shift in calibration «>< t urs 
short oi i he point oi fracture. \ tbra 
tion levels ol (000 %\ From 10 c -> n> 
9000 i s have had no measurable 
effet i 

Mi* wafer case is hermetic a I h 
sealed in a helium atmosphere whi<h 
provides both a good heat conduction 
path and a passive atmosphere for 
long term resonator stability. Pbe 
usell dissipates <*n\\ 10 r \Y in- 
ternally, an amount of heat that eon 
tributes less than 0#1°G error when 
the sensoj o in water flowing at 2 ft. 

sec . 

Since slope and linearit) are con 
trolled closely during manufacture by 
die orientation and thickness ol the 
crystal and \u gold electrodes, qualil) 
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Fig. <>. Block diagram of circuit arrangement of tiro-channel 
Thermometer* Single-channel Thermometer circuit is simi- 
lar in principle but dors not include second sensor channel. 
variable gat* times, or difference-temperature capability. 



control is more precise ihan is possible 
with resistant e thermometer materials. 
No detectable change in slope <n tin 
earitv after manufacture has om urred 
in crystals tested to date. There is a 
characteristic "aging" effect rhai causes 
the frequency (measured at the ice 
point) ro change aboul O.O] C- per 
month but. because no slope changes 
occur, recatibration at the tec point 
alone is usually sufficient 

FREQUENCY TO DIGITAL CONVERSION 
1 lie blot k diagram of the new tliei 
nioineter in Fig, 6 shows how elec- 
trotiii counter techniques are used 
with the quara resonator oscillator to 
obtain a digital display ol tempera* 
ture, 8, * The sensor oscillator output is 
compared to a reference frequency of 
28.208 Mc s. By design, this frequency 
is also the sensoi ftequein 5 at stero de 
grees, V mentioned previously, ibe 
frequency of the quarti sensor was 
chosen so that a slope ol lOOOcps ( ts 
obtained, ia\, a temperature of 200 l, 
produces a sensor frequency that dii- 
fers from 1 lie- reference by 200 ki s. 

J he dim 1 en< < Erequem \ is detei ted in 
tfie mixer circuit, converted into a 
pulse series and passed to the elec- 
tronic displav decades. Mere, ir is 
counted for a fixed lengih of time and 
the resulting count is display* 
"Nixie" tubes n> provide a numerical 
readout. 

The duration ol the count is con- 
trolled bv the reference oscillator, 
which drives the gate control-circuit 
through .1 frequency divider chain 
The coum accumulates at a rate ol 
1000 1 s pei second pel C difference 
from 0°G. The counting or gating in- 
terval then determines the resolution. 

The optional Fahrenheit scale is ob- 
tained by increasing the gate- thru bq 
.1 Factoi ol 9 5 and using ,, reference 
crystal 1*778 k« » tower in frequency 
than the Centigrade unit Ibis lower 
frequency reduces the zero-reading 
point b\ I7.78°C, equivalent to 12 I 

I hi reference crystal is mounted in 
a temperature-controlled oven 10 
achieve a long-term drift ol <»nl\ a lew 
pans in ]0 7 per month, or less than 
0*005 11 change in zero-setting per 
month* Short-term stability »■> -tub 
that changes from reading to reading 



» 4 . 
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are less that 0.2 millidcgfees, unno- 
i le on tin- l-digit instnimeni and 
noticeable only when using the 0.0001 
resolution scale ol the dual-channel 
insti ument. 

DIFFERENTIAL TEMPERATURE 
MEASUREMENTS 

fhe higher resolution ol the two 
channel unit ovei the single-channel 
unit. has been achieved b\ using a o- 
digit readout and longer gating (sam 
piing) intervals than the 0.01 second 
of the single-channel instrument. In 
rite two-channel unit, one oi three 
gating intervals can be selected b) 
hunt panel push buttons. The ©J- 
second gate provides temperature 
measurements in least increments of 
one-hundred tils ol ,i degree, the I *see~ 
ond gate rnillidegree increments, and 
the LQ-second gate tenths oi milli 
degrees. 

In this instrument, the pieset num- 
\n i in i Ik- lime base dividers is adjust- 
able with decade switches on the real 
ol the insti ument 1 liese pro* ide a 
means "I compensating For variations 
in t lie Frequenc) temperature slope oi 
individual probes during the calibra- 
i tun ol the instrument. Being a digital 
technique, the adjustment i> not a po- 
tential source ol drifi error., 1 In- two 
probes normal!) are supplied with 

matched to better than 0.05* 
I he zero temperature frequencies are 
matched closely enough so thai trim 
mers on the individual sensor oscilla- 
tors can provide an exact zero indi- 
i ation, 

The two-channel instrument, which 
can be programmed externally, ma) 
be switched to indicate the absolute 
temperature sensed In either probe. 
Differentia] temperature measure- 
ments are obtained b> switching the 
instrument n> measure the beat ire 
quern v between the n-. os< il 

lato] s. 

Li tdentif) on which side of zero 
the measured temperature lies, the 
two-channel instrument has a polarit) 
indicator circuit that tonipues the 
sensoi oscillatoi output to the refer- 
ence frequency. 1 iu comparison de- 
termines which signal is highei in 
frequenc) .tnil turns on a "" + "' oi 
indi< itoi accordingly. In the differen- 



Fig. 7. Single-channel 
Thermometer, Sensor 
oscillator can also be 
used externally for re- 
mote measurements. 
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rial mode, the polarit) indicates 
whethei probe T, is higher than or 
Eowei than probe 1 I he polarit) in- 
die ator i an also be im <a pm ated in the 
single-channel unit 

SENSOR PROBES 

l"he outei shell oi the three sensm 
probes is fabricated from type $04 
stainless steel for chemical stability. In 
these probes the quaru wafer j^ sit 
nuieri parallel to and about .01 inch 
away From the flat circular end of the 
probe and is sealed in a helium atmos- 
phere, as mentioned previously. I be 
12-foot connecting cable has a dielec- 
tric and outei sheath of type 1 \\ 
bit* »n which tan withstand tempera- 
tures up in 250 C fhe stainless steel 
shell on the probes is thin and «»l small 
diameter, resulting in a low t henna] 
mass of less than 10 BIT F (equiva- 
lent in heat capacity to less than 0.5 
gin ol water) for the short probe, 

I be low thermal conduc tivity of the 
i Inn wall shell also resnhs in .1 low 
value "l stem conduction error* This 
error is, lor example, less than 0.01% 
ol rhe temperature difference between 
the tip ami the threaded end oi (he 
tortgei probe as measured in essentially 
stationary water. 

Much work has also been done in 
the design ot the probes to achieve a 
low thermal time constant, which is 
less than I second as measured in 
warm water moving at 3 fp.s. 

The two longer probes arc equipped 
at the cable end with a fitting that 
adapts the probes for insertion into 
and tanks I lie fittings have a 
standard 1," National Pipe Thread. 
VJl probes ma) be used in pressures 
up to 3,000 ]>si. 



SENSOR OSCILLATOR 

The sensor oscillator is in a small 

die-cast aluminum case, a> shown in 

2 with a waterproof <<j.i\ial con- 

net toi at each end. DC power h>i the 

oscillator is supplied ov< 1 the same 

table lhal 1 allies 1 he OScUlatO! lie 

quency back in the instrument. The 
solid state os< illatoi ma) be op* 
within a temperature range ol —20 C 
to ^70 G ami shilts the indicated 
temperature b> less than 0*001* pei 
degree of ambient change. A trimmer 
is provided to sbilt the firequenc) oi 
the oscillator slight!) ( SO cps) so that 
a pair ol probes can be exactly 
matched, 

I ht os< til a tor-amplifier combina- 
tton pio\iu!es virtually complete iso- 
lation between the sensoi and any 
variations due to cable length and 
load. When some distance is required 
between the point of measurement 
and the instrument, a standard 70*ohm 
1 oaxial cable can be used i<»j 
tension; losses ^ high as 20 dB can be 
tolerated whit h permits a cable length, 
using RG-59 U, as great as [000 ft For 
i extensions, lower loss cables 01 
booster amplifiers 1 in b* used, and it 
appears like!) thai lengths beyond 
10,000 feci aie eiitueK feasible. 

The table between the sensor and 
oscillator is necessarily fixed at y% 
wavelength oi 2s \h s to reflect rhe 
crystal impedance directly to thi 

DIGITAL OUTPUT 

An additional advantage oJ Quartz 
rhermometers is thai the measure- 
ment information is provided iu a dig- 
ital foini that is readiK recorded or 
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Fig, 8. QuarU Thermometer {upper unit) 
used with Scanner and Printer to measure 
and record up to 100 temperatures. Meas- 
urements can be recorded on paper 
as shown, or on punched tape, cards or 
magnetic tape. 



transmitted for processing. BCD out- 
puts for dire* I coupling into digital 
recorders, such as the -hp- .VloilrJ 
ML 1 A, are included. 

Analog records such a*, thai 
in Rg. 3 mav be obtained In usin 



strip-chart retonler it) cuujumiion 
with the analog output from the -hp~ 
Madel 562A Printed or ih< Model 
580 \ Digital^ VnaJog Cbnvertei , 

REMOTE SENSING 

Since the sensor oscillator output ha 

frequent v modulated radio-frequency 
signal, it open* the possibility for tele- 
metri< transmission by dim i radiation 
from the sensor oscillatoj alone at the 
28.2 M( 1$ frequency Ti tnsmission i" 
the range of existing telemetry receiv- 
mav be had by multiplying the 
frequency four times to 1 1 1_* s \|, v 
telemetry receivers can be made to 
provide ;i frequent \ output propoi 
tional to temperature by using the 
quartz thermometer reference oscilla- 
tor .is a beat frequency oscillatoi 
(BFO) and coupling the outpui sign..] 
to ati electronic counter. In this way 
one ran realize tin- tul] precision "I 
the Thermometer* 

I he ability of the Quart/ Ther- 
mometer i<> transmit data in I M form 
over long cable runs aiso opens the 



possibility ol improved precision in 
measuring temperatures at great 
depths and aL many [jcjimls in the 
ocean, The measurement information 
(nuJil be transmitted either by the ex- 
d cable connection mentioned 
'*i l>\ radio telemetry bom Boat- 
ing l ys 

RATE INPUT 

Since the Ou.nr/ rhermometer has 
a El the elements of ati electronic fre- 
quency counter, it was convenient to 
arrange the two-channel instrument 
for use as a frequency counter, V sep 
arate input terminal and a sensitivity 
control for input signals are mi the 
front panel, and a From panel switch 
converts the instrumeni to a frequency 
counter having a max i mum counting 
rate ol SOO ki 

CALIBRATION TECMNiQUES 

The lempenuure-seming quart/ res- 
onators are i a libra ted after being 
sealed in their cases bui prioi to 
mounting in probe shells. Calibration 
implished by mounting each res- 



BRIEF SPECIFICATIONS 

-dy- MODELS 28O0A and 2AQ1A 
QUARTZ THERMOMETERS 

TEMPERATURE RANGE: —40 to -^23Q*C (-40 
to -450* F with Option Ml) 

RESOLUTION: 



MODEL 
NO. 


READING i 
RES ILL 

TION 


FULL SCALE DISPLAY 


SAMPLE 
PERtOC 
(Sit) 


*C RftadCLrt 


*f Readout 


"C 


F 


2AO0A 


.i 


230,0 


450.0 


JJ1 


HI 


mi*. 


.c: 
.001 
,0001 


0?30,0C 
230,000 

'(ZJ30.D000 


045Q.00 
450.000 


.1 

1D.0 


-IS 

u 

38 



: digit ambtgmty in least sigrufusnt displayed 
digit for all sample period. 

* "Hu^dredi' digit net d.spfayed when using .0003" 
resolution. 

ACCURACY: Best accuracy determined by 
"Linearrty* and Short-Term Stability," listed 
below 

LINEARITY (ABSOLUTE*; Setter than ± 02'C 
r.04"F) from to * 1Q0"C. referred to 
straight line through and lOO'C, 
Better than 7"Fi from -40 tq 

•*-230*C f referred to straight line through 
and 200"C 

MATCHED PROBES: With DY 2S01A, probes 
are matched to better than ± 1'C at 
20Q*C, or ,05% of operating temperature 
(when zero set at icepomt) 

STABILITY 

SHORT-TERM. Ma mm urn variation from 
reading- to-reading at constant probe tem- 
perature less than ± .0002 'C f.0004"F> 
for absolute measurements. No reading 
to-readmg variation for differentia! meas- 
urements excluding normal display am 



biguity of ± 1 count in least significant 

digit). 

LONG TERM; Zero drift tess than .01 "C 
i IS* F) at constant probe temperature 
for 30 days. 

TEMPERATURE CYCLING: When used re 
peatedty over range from 40 to r230'C P 
reading at 0"C will not change by more 
than ±,05*C C09"F> Error decreases 
with reduced operating range 

AMBIENT TEMPERATURE: Reading changes 
by less than .001 *C per "C change In 
ambient temperature for mstrurnent or 

sensor Oscillator. 

RESPONSE TIME: Response to step function 
of temperature, measured by inserting 
probe into water at dissimilar temperature 
flowing at 2 fps; 

63.2% of final value in <1.0 sec. 
99 0% of final value in <4 5 sec. 

of final Value in <6.9 sec 

THERMAL MASS; 

DY 2850A fSHORT) PROBE: Equivalent to 
less than 5 gm of water 

SELF-HEATING: Less than 10^w. contributes 
less than .01 *G error with probe immersed 
■ n water flowing at 2 fps 

INTEGRATION TIME: Defined by sample pe 
nod selected; see 'Resolution.' 

SAMPLE RATE: Readings are taken in re- 
sponse to pushbutton or externl signak Of 
automatical fy at self regulated intervals. 
Time interval between readings can be ad- 
justed at front panei from approximately 
2 to 5 sec 



v ^10 



POWER REQUIRED: 115/230 

i DY-28QOA, 65 w 
60 cps , OY2601A, 85 w. 



PROBE ENVIRONMENT: 

MEASURANDi Gases and liquids nonreac 
tive with 304 stainless steel. Probes can 
be supplied in other materials such as 
316 stainless steel on special order 



TEMPERATURE: 200 to -250*0 (-330 to 
---480* H Instrument zero may require 
readjustment on returning to proper oper- 
ating range from temperatures below 
about -lOOT. 

PRESSURE: 3000 psi maximum, 

SHOCK: To 30,000 g. without change in 

calibration. Equivalent to 10 inch drop 
Onto steel surface. 

VIBRATION: To 1000 g at 1000 cps 

NUCLEAR RADIATION: 

X-Ray or Gamma Radiation: Levels to 10* 
roentgens are permissible. Radiation at 
this fevel may cause a frequency offset 
l>n the order of 1 ppm. which can be re- 
moved by heating probe to ^ 250*C. 

Neutron Radiation: Low energy (e.g, ,025 ev) 
thermal neutrons will not affect crystal 
Higher energy neutron radiation can be 
expected to cause permanent damage to 
crystal. 

SENSOR OSCILLATOR ENVIRONMENT: Am 
blent temperatures from 20 to -70*C 
(—4 to 4 158*Fr May be totally immersed: 
constituent materials are aluminum, nickel. 
neoprene, Teflon, epoxy parnt. 

INSTRUMENT ENVIRONMENT: Ambient tern 
peratures from to - 55 "C r -32 to I 130* F), 
at relative humidity to 95% at 40* C, 

PRICE: 

MODEL DY 2800A QUARTZ THERMOMETER: 
With one Temperature Sensor, Model 
DY 2B50C (unless otherwise specified), 
52.250 

MODEL DY28G1A QUARTZ THERMOMETER: 
With two Temperature Sensors, Model 
DY2850C {unless otherwise specified), 
S3 .250, 



Pnces f ah Palo Alto, California 
Data subject to change without notice 
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Fir. 9. Sensor probes presently fie signed for 
Quartz Thermometer. Probes ean be use in pres- 
sures up to 3,000 psi Fittings on longer prohr* 
fur Hit tiff measurements in tanks, pipes, etc. 







on a tor case in a test probe mmi I opei 

Limits lIil-m- in groups ol 50 in a teni- 
in £■-< uuirrjIU'iL oil bath. 

l.K h probe Is i onnei ted to a 
aratc seosor oscillator, and the o&dl- 
la tors are a anned l>\ a scanner similar 
tq tin- one in Fig. 8. The frequencies 
of the resonators art printed sequen 
dally on ;m -hp- &62A Recordei ai 
tin h i aliln.il inn temperature, 

Elghi calibration temperatures are 
used ranging from — 10 C to -f-240 C 
in jn steps, The calibration bad 
monitored b) a transfei standard tali- 
bra nil against an NBS-cenifted plati- 
num resistance thermomctei and 
Mueller bridge. I he u.tusfer standard 
is regtilarl) checked for drift in a 
n [pie point < ell. a certified tin -freezing- 
point standard, and against ihr breez- 
ing point ol 1 1 l[ ilc distilled mercury. 
It excessive drift is noted, the transfer 
standard can l>e recalibrated against 
the certified thermometer, these 
checks, plus ine excellent short-terra 
stability <A the temperature-controlled 
baths, achieve ^ calibration accurac) 
m1 ii.iiI ( . ai all eight points, 

I he c r) stals are individually t lassi 
fied into groups on the basis <>l the 
zero d< equen* 5 and the average 

slope. I he grouping permits the 
matching ol ptohes for use in the dual 
channel instrument 

I he data for ea< h sensoi are applied 
imputer program whu h pro* ides 
numbers foi the besi average 
slopes oth the 0°i to 

nge and the lull 1" C n> 
C range I"he computer also 
prints a table ol deviations for each 
range in Mi steps so that corrections 
Foi ihr residual non-lit in be 

applied in criti* al applications 
displayed readings, rhe maximum de- 
viations permitted arc 0,02 ( [01 the 
Q 100 range and 0.15 t for the full 
range ol the insu ument. 
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THE INFLUENCE OF TRANSISTOR PARAMETERS 

ON TRANSISTOR NOISE PERFORMANCE 

— A SIMPLIFIED PRESENTATION 

Some factors that define the noise characteristics of junction 
transistors have been investigated and are presented here 
in graphic form. The data illustrate the magnitude of the 
noise parameters and their variation with operating point. 



e 

o 



fk 



(a) 




where e,^ = IkTBr,' i 8 = 2qBI B 

~=2„,M „ >qBisF(f)4 2qBI. 



and F(f): 






Fig. 1 (aL Noise model of a junction 
transistor m which the noise -producing 
mechanisms of the transistor are repre- 
sented in the T equivalent -model by three 
uncorrelat ed no ise generators. The noise 
generator e nh J represents the t her mat 
noise in the b ase resistance r b \ the noise 
generator i * represents shot and thermal 
noise in the emitter -base diode , and the 
noise generator i ni ■ represents the noise 
in ih* collector-base junction. 

Fjr lib). Noise model of a junction 
transistor in which the sources of noise 
within the device are represented by an 
external noise rot t age generator e ti and 
an external noise current generator i it . 
The magnitude of each of these generators 
is determined from the magnitudes of the 
noise generators of Nielsen's model 



Nc 



loisi: m junction transistors is basi- 
cally a consequence of the motion ol 
charge carriers in the semiconductor 
material. The processes h> which the 
noise characteristics can be attributed 
have been defined by A. van der ZleV 
and have been incorporated Into the T 
equivalent circuit of the transistor by 
Nielsen.- For an \T\ transistor, the 
noise producing mechanisms which 
define the noise characteristics ol junc- 
tion transistors are: 

1. noise due to elec irons passing 
from emitter to collector. 

2. noise due to electrons pa* 
from emitter to base* 

3; noise due to electrons injected 
into the base reluming to the 
emitter, 



1 A van derliel, Shot Noise in Transistors." Pro** IRE. 
Vol. 46. pp. 114-1 I5 r January, 1%Q. 
' E. G. Nielsen. Behavior of Noise figure in Junction 
Transistors," Pr«, IRE, Vol, 45, pp. 957-&S3. July, 1957. 
J These statements are formulated in terms of the ma- 
jority carriers (electrons! tor an NPN device merely for 
simplicity. The processes are equally applicable to PNP 
transistors upon the appropriate substitution of the 
majority carriers (holes.i for the PNP transistor. 



1. noise due to electrons trapped in 
the emitter space charge region 
recombining with holes coming 
from i he base, 

5, noise due to electrons trapped in 
the emitter space<harge region 
returning to the emitter after be- 
ing dct rapped thermally, and 

n. thermal noise due to the extrinsic 
base resistance i, '. 

The effect of these noi.se mechanisms 
was introduced by Nielsen into ihc T 
mode! of a junction traxtsfstoi in the 
form nf three uncorrected noise gen- 
erator as shown in Fig, 1 (a) . 

In this model. 4 the noise generator 
e nh 2 represents the thermal noise in the 
base resist since r,,\ the noise generator 
i^ 2 represents shot and thermal noise 
in the emitter- base diode, and the noise 
generator i r , - represents the noise in 
the collector-base junction. The pur- 



* This nofse motfel does not include the effect of If 

noise; consequently. This discussion Ft limited to the 
frequency range above the I/f noise region which [i 

typically betow 1 lie. 



pose ol this discussion is to transform 
the noise sources of this model into a 
form which ma) mote readil) be evalu- 
ated experinu tnd which may 
be more tlcaiK interpreted to de- 
termine the Hh< i of transistoi operac* 
iwd point and transistor parameters on 
noise perl or main e. 

INTERPRETATION OF 
NOISE MODEL 

A noisy two port. ic„ one with in- 
ternal noise~generating mechanisms, 
can be represented as a noiseless two* 
port with external noise generators. 
Tli is transformation can be applied 
to Nielsen's model and these internal 
noise sources can be represented by an 
external noise- voltage generator e r , and 
an internal noise-current generator i n , 
.is shown in Fig, f (b) . 

To assure the equivalence shown in 
Fig* 1, the values of the noise genera- 
tors e r] and i, are determined bv match- 
ing the terminal properties of die two 
models of the transistor. Under the as- 



S 
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sumption that Z L .> >r b ' and Z,> >r/, 
the mean-square magnitudes of e R and 
of i n are: 5 



(2) 



e tt »=2kTBr.' ■+• 4kTBr„' 

gkTB (r/ - Q* F,{1) 
/ ' '■ ' 
2kTB 

whm f,(o = i + f- — 7 ) * 

For the common-base mid the common- 
emitter configurations, and 



F.(0 = 



( r. vT=Z I 



i + (f/U 1 

for the common collector configura- 
tion. 

The magnitude of the noise-voltage 
generator e n is composed of terms de- 
rived from each oi the noise generators 
found in Neil sen's model. The noise 
current is a result of the collector CUT- 
rent-generami i N - which represents 
the noise in the collector-base junc- 
tion t>l the transistor. 

GRAPHIC PRESENTATION 
OF m n AND \ n 

The variation in ihe magnitude of 
these two noise g enera tors with the 




Fig, 2. Asymptotic representation of the variation in the magnitude of the 
nri&i voltage generator e n ttith emitter current with r it * and 8 as run- 
ning parameters, Variation presented for a temperature (T ) of 290* K. 



■ These expressions are approximated true for all can- 
ri juration 5, but exact only for the common- base and 
commorvtmitter configurations. The noise contribution 
of tco is neglected in this discussion. 



operating point ff K ) provides an in- 
sight into the noise properties oi 1 1 .i n- 
sistors. This variation is graphical!) 
p resen ted in Jvi^s. 2 and 3 in which 
\/e n - and y v are plotted on a per 
square-root cycle basis as a function of 
emitter current, The frequency de- 
pendence of e„- and ol i n - shown in 
Equations I and 1 is neglected for this 
pi r si ntation. 

The magnitude of the noise-voltage 
generator e tl is an asymptotic approxi- 
mation based upon the dominant term 
ol the expression for e" 5 of Equation 1. 







Fig. 3. The variation in the magnitude of the noise-current 
generator i n with emitter current with (l as a running pa- 
rameter. Variation presented for a temperature (T) of 290" K. 



In the graphical presentation, three 
regions of interest are apparent. In 
Region I, i.e.* the left-hand portion of 
the curve in which \ <v i*> denoted 
by a single line ol negative slope, the 
magnitude of e„ is determined by the 
noise associated with the emitter-base 
diode in Niei sen's model. In Region 
] L iti which \ / e ll - is denoted by n series 
of horizontal lines \<mc lor each value 
ol r,'i, the magnitude of e ( . is de- 
termined by the noise associated with 
the extrinsic base resistance (r,/) of 
the transistor. In Region HI, in which 
y'e,^ is denoted h\ a series of lines oi 
positive slope, the magnitude of e M is 
determined by the noise assoc Sated 
with ilic collects base diode and is 
strongly influenced In the value of fi c 
of the transistor. The magnitude of the 
noise-current genet a tor i n as showti in 
Fig, 2 decreases as the emitter current 
ileirt-ast's oid ^ flic value of fi lx for 
the transistor im teases. 

NOISE FACTOR 
OF LINEAR TWOPORTS 

In evaluating the noise performance 
oi a twoport. a useful measure is that ol 
noise factor. Noise fatten is a measure 
ol the deterioration of the ratio of sig- 
nal power to noise power as the signal 
passes through a noisy twoport. Noise 
factor *.an also be considered as a 
measure of the noisiness <>l a twoport 
relative to the noisiness of the source 
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Fig. 4<aK Dependence of the optimum value of noise 
factor (FJ on the emitter current with r,* and , 
running parameters. The lowest value of F is obtained 



by biasing the transistor in the low -noise region fhe- 
low i25 ita for r b ' - 100U as shown in this figured 
Presentation constructed for a temperature of 290* K. 



HetErence Line 
on Ov- 



K Scale 
on Ui 



ftiCurvf^ nil 




Overlay Slides Hnn/QnlaHy tn 
Posdion Rets rente tin« ofi 
Tj,' Scale or* Undfrlay 



Fig. 4(b). It fu strut ion of the manipula- 
tions required in Fig 4(a) to sh< 
effect of ry Upon tit*- 1 positioning of the 
of F ir The magnitude of r } * de- 
termines the value of emitter currant 
hick defines the low- noise region of tron- 
tferla^ sistor operation. To show the effect of this 
parameter, the curces on the overlay are 
slid horizontally to position the reference 
line (the junction between Regions I and 
If ) on the desired value of r^ on the r,,' 
scale of the under fay. This presentation 
shows the positioning of the F curve for 
a different value of r h \ 



driving the twoport. The best po 
% r a!ue of noise factor is unity, i.e., there 
h no degradation of the input signal- 
to- nob e ratio as the signal passes 
through the amplifier. For such a case, 
the twoport would be noiseless and the 
amplifier c:ould be termed ideal. Noise 
factor is defined at the refereno rr m 
]>ernturc T„ where T, = 29G°K. 

An expression for noise lanor tan 
l>e formulated in terms of ihe magni- 
tudes ol the noise-voltage generator 
and of the noise-current genera tor I he 
noise fat tr>r \Y <>i ;i twoport can be 
expressed 



the complex source admittance V. = 
G H + jB.). 

Under the assumption that Y\ = G fi 
and that thecorrclation between e„ and 
i n may be expressed by the real correla- 
tion coefficient/ y, this expression be- 
comes 



I I -r- 



\ 



[« 



4kT„B 



+ e a *G, + 2 Y v''*- 



■n "n 






1 + 



i- V e 



Since G, appears built in the mum m 
lor and in the denominator ol this 
expression, noise Factor uu\ be opti- 

*Tfoe mtan-^qu&rf iym gl 1*5 liable* <s 



JU| J 



ere L r =4kl I'.t. rthe mean- 
square noise current associated with 



. i, - ■/ 



• H. A. Haus and others, -Representation of Noise *n 
Linear TwapOftS.' PfM. (Rt. Vol, 48, p 73, January, 
1960. 



Basee! upon ttri aefinrtiwi 

1 



mired (mini mixed) with respect to the 
source conductance (resistance G 
The optimum value "J conductance 

(G i is: 



yi 8 2 



f* „ V ' u 

\'fr, ; 



(5) 



The corresponding optimum value of 
noise factor (F„) is: 



F - l + iLLxL v£Tri (6) 



GRAPHIC PRESENTATION 
OF F AND R 

Based upon the Foregoing defini- 
tions, the optimum value nf noise 
factor (F n ) and the optimum value 
it a nee (R r , = l/G 
termmed for anv transistor. A 
graphical interpretation of this tnfgr- 
i iv presented in Figs. 4 and 5 
,is .1 function ol the fcransistoi operat- 
ing point. 

The asymptotic presentation ol 
notse factor F, in big, 4 shows that the 
value o! 1 increases as emittet current 
is inn eased. The lowest value 
is found in the left hand portion oi the 
graph in which F, is represented b} - j - 
sequence <>j horizontal lines, one for 
lifFerent value of p t> . This region 
corresponds to Region 1 as pr< • 
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Fig. 5 (ah Dependence of the optimum value of murce re- 
ttMtai mthe emitte* current tvith r^ and ft tt as run- 



ning parameters. The presentation u positioned for r*' 

!00Q and is constructed for a temperature f T t of 290" K. 



defined. Fhe next portion ol the pre 
sen tat ion describes the variation of F. ( 
tit Region \\ and the fina] portion 
scribes tin variation in Region HI. 

I his presentation ol F.. pro\ i<l 
insight into the influence of trami&toi 
operating point and transistoi parame- 
ters upon ihv noise characteristics oi 
a device. I he lowest value oi noise 
Factor occurs in the region of low 
emitter current, i.e., in Region I. In 
this regii oi loiv noise, 

1 

1 - ' " —^ (7) 

The point ol transition from Region I 
to Region II h strongly influenced h\ 
the value of r h ' since the transition 
point is defined by the current ai which 
r„*'=r//2 (see Fig, 2)* 1 his influence 

Is shown in I is. 1 h% the i 
appearing at the [unction ol & 
J ,i nd II Mux figure is drawn h>i an 
i ' of (OOq, if, the emitter current 
which defines the transition point is 
I25.ua. II another valitt ol i ' were 
selected, this asymptoti< curve must 



ib). Manipulations required in Fig. 
B f ( i j f o rAotu r A * ■ effect of r ■ / np(ft I ft *' 
positioning of the curves of R B . To pi 
/lie curves o/ /? r , /or various values of r ff \ 
the ' o£fti6 <■/ -',/ IS *eleeted on the 

r,' scale On the right -hand aide of the 
underlay The ft,, CUri>e* f>j tfu 
ore positioned so that they coin vide with 
the corresponding f$ n curves on the under- 
ht\ This positioning of the curves of the 
oterh: fhe variation o/ I: 

r current for any value of r h * 
selected. 



ITVCS 

oo Underlay 



Hi Scale on Under I ay 




SLIDE ANGLE 



r b 'Une fntercipt* 
Vertical Scale 



(Parallel to Underlay Curves) 

low noise amplification should have contours are formed for a value ol i ' 
these properties: 



1. a low value ol ?,' no that the 
value ol F can be ob- 
tained at higher currents [a con- 
dition which provides higher 
values lor the gain-bandwidth 
product «l ol the transistor]; 
and 
j i high value of ft t sin< e F. is in 
l prop >i t i<iii.il to 
This presentation indicates the lowest 
value oi noise Fa< tot possible foi an) 
transistor and the transistor parame- 
ters and opei atii n& essarj to 



ol IQQfi. In the same manner as out- 
lined a hove, ihis presentation must b< 
positioned to correspond to the par- 
tit ulai value ->* r ' selected. Tins ip 
proximation to R., shows that, as the 
emittci current is increased, R„ de- 
i reases, l n the Iom noise 1 1 
Region I) , 



R a: 



SUMMARY 



>* 



The above graph i< al repi i 
oi \ e„ s , . I and R provides a 

be positioned eithei to the lett or to realize this optimum value ol noise dearer insight into the noise charac- 



the right b) placing the transition 
point on (he appropriate value ol t 
on the scale shown. Foi large values 
ol i \ the current which defines this 
upper Ijountlarv of the low noise 
region is de* r i 



fa* tor. 

TIte optimum value ol noise Factor 
can onl) be obtained when the device 
is driven vs ii h its optimum valtn 
solum resistance, R . \n asymptotu 
presentation ol R as ■ function of 



Based upon the presentation ol Fi^- emitter current with p, as i running 
ore l. a transistor that is to provide parametej \s shown in Fig. 5. These 



teristus of junction transistors. The 
asymptotic presentation indij ites 
L the measurable magnitude: 
the equivalent noise sources, e„ 

and i n : 
2. the efiei t of r,' in defining the 
oist region of transistor op- 
eration: anil 
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3. the minimum magnitude of F... 
i.e., F,.= 1 + I/V^T 

One final point which is significant 
in the design of low-noise transistor 
amplifiers is the effect of variations in 
source resistance upon the noise factor 
of the amplifier. The noise factor of a 
transistor amplifier in terms of the de- 
vice parameters is:* 



I 4- 



( R,, + r h ' + r/)- 

Rewriting this expression as a qua- 
dratic equation in the unknown R H 
provides a convenient means for de- 
termining the range of source resis- 
tance over which the noise factor of 
the amplifier will be less than or equal 
to a specified value: 

R. 1 + R*[2<r/ + r/) 2/5„r/fF- 1)] 
+ <r,/ + 0'«+*£tf(itf + r//2)=u 

(Ml) 

i 1 1 in expression is graphical!) pn- 
seated in ¥ig< 6 under the stipulation 
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Contour* of constant noise factor as a function of the re- 
sistance of the source driving the transistor and the emitter 
current of the transistor for r/ = WOtl and ff = 100. The single 
tine curve marked R iy is the variation of the. optimum value of 
source resistance with operating point. 



1 TJiK expression fs approximately true tor all Ctttfiguffr 
tfons, but exact only for the common-base and common- 
emitter configurations. 



thai r b '= lOOfp and ft n = 100 for vari- 
ous values of noise factor (F) . The 
single line curve marked R I( (which 
intersects the contours oi constant 
noise factor) is the variation of the 
optimum value of source resistance 
with operating point. This curve and 
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the asymptotic variation of R, of Fig r 
5 ngree quite favorably. 

GENERAL 
This discussion has presented some 
-I the factors which define the noise 
characteristn s of junction transistors, 
the asymptotic interpretation of the 
noise parameters of the transistor iJIus- 
tmes the magnitude oi these parame- 
ters and their variation with operating 
[joint. This presentation is an inter- 
pret Ltion oi the noise performance of 
junction nansisiors as described by 
Nielsen's model . The discussion does 
not consider the influence of J/f noise 
on noise performance nor do any of 
the curves incorporate the high fre- 
quency noise characteristics of tran- 
sistors. The information presented can 
be applied to any of the three tran- 
sistoi i onfigurations. 
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